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ABSTRACT
Context. The Rosetta lander Philae successfully landed on the nucleus of comet 67P/Churyumov-Gerasimenko on 12 November 2014.
Philae is equipped with two gas analysers: The Cometary Sampling and Composition experiment (COSAC) and the gas chromatograph
and mass spectrometer Ptolemy.
Aims. COSAC is designed for in situ analysis of organic molecules on 67P while Ptolemy is optimised to measure ratios of stable
isotopes.
Methods. On 12 to 14 November 2014, both instruments measured the organic composition of the comet nucleus material through
seven measurements in sniffing mode during Philae’s hopping and at its final landing site Abydos. We compare the temporal evolution
of intensities of several ion species identified by both mass spectrometers. For COSAC, this is the first analysis of the temporal
behaviour of the measured ion species.
Results. All ion species showed the highest intensities in the first spectra measured by both instruments approximately 20 to 30 min
after Philae’s first touchdown at Agilkia, and a decay during the six consecutive measurements at Abydos. Both instruments measured
an almost identical decay of the water peak (m/z 18), and CO (m/z 28) behaved similarly. In the COSAC measurements, the peak
at m/z 44 decays much slower than all the other ion species, including the water peak. In particular, the m/z 44 peak decays much
slower in the COSAC measurements than in the Ptolemy data. This supports our earlier interpretation that COSAC analysed, for the
first time, a regolith sample from a cometary nucleus in situ, while Ptolemy measured cometary gas from the ambient coma. The m/z
44 peak measured by COSAC was likely dominated by organic species, whereas the peak measured by Ptolemy was interpreted to be
mostly due to CO2. Ion species heavier than m/z 30 tend to decay somewhat slower in the COSAC measurements than in the Ptolemy
data, which may be related to differences in the exhaust designs between both instruments.
Key words. astrochemistry – comets: individual: 67P/Churyumov-Gerasimenko – comets: general – astrobiology –
space vehicles: instruments
1. Introduction
On 12 November 2014, Philae successfully landed on its target
comet 67P/Churyumov-Gerasimenko (hereafter 67P) at a helio-
centric distance of 2.99 AU (Biele et al. 2015). Philae carries
two evolved gas analysers on board: The Cometary Sampling
and Composition (COSAC) experiment designed for in situ anal-
ysis of organic molecules on 67P (Goesmann et al. 2007) and
the gas chromatograph/mass spectrometer Ptolemy optimised to
measure ratios of stable isotopes (Wright et al. 2007).
Both instruments were successfully operated from 12 to
14 November 2014 during Philae’s hopping and at its final land-
ing site Abydos (during the so-called First Science Sequence of
Philae). In this time interval, COSAC performed seven measure-
ments in so-called sniffing mode (this term refers to a direct mea-
surement of the ambient volatiles released from the comet, with-
out prior gas chromatographic separation). Results from the first
of these measurements obtained approximately 25 min after the
first touchdown at Agilkia were published by Goesmann et al.
(2015), while the remaining six COSAC spectra obtained at
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COSAC inlet
Ptolemy inlet
Fig. 1. Three-dimensional drawings of Philae. The vent tubes (gas inlets) for COSAC (left) and Ptolemy (right) are indicated. The COSAC vent
tubes have an inner diameter of 19 mm and a length of 145 mm and 165 mm, respectively. The siphon-shaped Ptolemy tube has an inner diameter
of 12 mm and is approximately 500 mm long.
Abydos were not previously described in detail. From the cir-
cumstances of the first touchdown, it is believed that COSAC
collected, with its twin vent tubes – located at the bottom of Phi-
lae pointing toward the cometary surface (Fig. 1, left panel), a
tiny amount of the cometary regolith that was raised in a dust
cloud during touchdown and later sublimed inside the instrument
(Goesmann et al. 2015). A dust cloud was indeed recorded by
the Rosetta navigation camera close to Agilkia a few minutes af-
ter touchdown; approximately 0.4 m3 of material was excavated
(Biele et al. 2015).
Ptolemy measurements were taken 12 to 15 min before each
of the seven COSAC measurements. Results were published by
Wright et al. (2015) and Morse et al. (2015). In the latter paper,
the authors consider the temporal evolution of three abundant
cometary species: H2O, CO and CO2. Ptolemy likely collected
ambient gas, which during the first measurement consisted of
the ambient coma as well as additional gas from the recently
disturbed regolith and dust cloud, because Ptolemy’s vent tubes
are located at the top of Philae and were pointing away from the
cometary surface at the time of the measurements (Fig. 1, right
panel).
In this paper, we evaluate the time evolution of several ion
species that were identified in the COSAC and Ptolemy spectra,
with a particular emphasis on the peaks at a mass per unit charge
m/z 18, 28, and 44 (H2O, CO, and partially CO2).
2. Analysis
Philae reached the comet surface and made its first touchdown
on 12 November 2014, 15:34:04 UTC at the Agilkia landing site.
Instead of a nominal landing, Philae bounced and continued its
journey across the surface of 67P and finally came to rest at Aby-
dos at 17:31:17 UTC, about two hours after its first touchdown.
The first COSAC spectrum was taken approximately 25 min af-
ter the first touchdown during Philae’s hoppings, and the follow-
ing six spectra were collected at Abydos on 13 and 14 November
2014 (Table 1). An additional COSAC spectrum that was taken
on 16 October 2014 at a distance of approximately 10 km from
the nucleus we take as a reference for the instrumental back-
ground (measurement #0 in Table 1). The instrumental settings
were kept identical for all measurements so as to ensure that we
can directly compare these data.
Our analysis is based on peak lists generated from each spec-
trum. The peak lists contain the total number of ions counted in
predefined mass bins centred close to the integer m/z of the re-
spective peak, after subtraction of background noise determined
in separate bins adjacent to the peak. Table 1 lists the total num-
ber of ions for the most intense peaks in the COSAC spectra.
Details about the algorithm for generating the peak lists can be
found in Goesmann et al. (2015, Supplementary Material).
Figure 2 (left) shows peak intensities derived from the
COSAC peak lists. The noise level is approximately 10 ion
counts per integer m/z bin, and only in the first spectrum do
many ion species show a much higher count rate significantly
above the noise level. Intensities extracted from the first five
spectra for ion species m/z 18, 28, and 44, and for the total ion
counts (TIC), show an approximate exponential drop during the
initial 22 h after Philae’s first touchdown. Peak intensities for the
other species are very much influenced by noise (see Table 1).
The peak intensities for all ion species tend to level off approxi-
mately 20 h after touchdown, indicating that they become domi-
nated by noise. We therefore ignore the last two COSAC spectra
in our analysis.
Figure 2 (right panel) shows Ptolemy data for H2O, CO, and
CO2 measured between 12 and 14 November 2014 (Morse et al.
2015). It should be noted that the ion counts given for these three
species are summed ion counts for up to four m/z bins to account
for hydrogen abstraction (i.e. the addition or subtraction of one
or more protons to the ion species under consideration): m/z 16,
17, 18 and 19 to derive the intensities of H2O, m/z 28 and 29 for
CO, and m/z 44 and 45 to get the intensity of CO2. The analy-
sis of the Ptolemy data was described in detail by Morse et al.
(2015). The peak intensities for H2O, CO, and CO2 measured
with Ptolemy level off after approximately 20 h and display a
flattening similar to that found in the COSAC measurements.
Therefore, we also ignore these two final Ptolemy spectra.
We assumed that comet material entered the COSAC vent
tubes (Fig. 1, left panel), which, during Philae’s first touchdown
at Agilkia, pointed downwards, that is, towards the cometary nu-
cleus (Goesmann et al. 2015). Once inside COSAC, the mate-
rial was heated to ∼280 K so that gases could evolve from the
grains. In the ideal case of a closed system, and with enough
material available, the partial pressure in the system would have
increased with time up to the relevant vapour pressure at the tube
A56, page 2 of 7
H. Krüger et al.: Decay of COSAC and Ptolemy mass spectra
Table 1. Measurement times (day and UTC), total ion counts (TIC) and peak intensities for m/z species extracted from the COSAC spectra.
Meas. Day UTC TIC m/z
Number 2014 [hh:mm] 15 16 17 18 27 28 29 30 31 43 44 45 57 59 61
0 16 Oct. 14:30 373 1 5 2 19 2 23 4 2 3 2 23 0 0 2 0
1 12 Nov. 16:02 19 242 141 59 536 2521 70 137 172 62 77 112 121 114 95 65 30
2 13 Nov. 06:48 5161 10 25 178 797 12 43 22 6 9 16 93 4 5 5 –3
3 13 Nov. 08:50 2915 15 20 91 393 6 35 12 7 0 10 85 0 3 –6 –4
4 13 Nov. 10:52 1962 4 0 56 210 1 23 16 11 8 2 74 0 0 –1 –1
5 13 Nov. 12:54 1651 6 10 47 188 8 28 16 3 –2 9 60 1 1 –1 4
6 14 Nov. 02:59 798 6 9 11 56 7 30 4 0 2 2 40 0 0 0 0
7 14 Nov. 12:44 728 0 6 11 63 1 20 2 0 1 8 46 1 2 0 2
Notes. The noise is about 10 ion counts per integer m/z bin.
Fig. 2. Left: temporal behaviour of ion species with m/z 18 (H2O), 28 (CO), 44 (partially CO2) and total ion counts (TIC), respectively, derived
from the seven COSAC spectra (raw counts, not corrected for instrumental background). Right: ptolemy data taken from Morse et al. (2015, their
Table 3, corrected for hydrogen abstraction, a feature of the ion trap employed in Ptolemy). The time axis is set to zero at Philae’s touchdown on
12 November 2014, 15:34:04 UTC (see text for details).
temperature. The real system, however, is not closed, and gas
could escape from the tubes. Therefore, we assume an approxi-
mately exponential pressure drop in the tubes.
No thermal sensors are located on the vent tubes of COSAC,
therefore the temperature can only be derived indirectly based
on the temperatures of the closest thermal sensors on board Phi-
lae and on simulations with a thermal mathematical model. The
analysis based on the temperature recorded during Philae’s op-
eration at 67P by two COSAC sensors at the electronic box, the
gas chromatograph, and the Philae baseplate sensor show a tem-
perature variation from the first touchdown to the end of Phi-
lae’s operation at Abydos. The simulations showed that the tem-
perature at the COSAC mass spectrometer likely dropped from
∼280 K at first touchdown to ∼260 K (Cozzoni 2016) at the time
when measurement #5 was performed, and a similar drop can
be expected for the exhaust tubes as well. The Ptolemy internal
temperature sensor measured a drop by only 4 K from 273 K
to 269 K between measurements #1 and #5 (Morse et al. 2015,
their Table 1).
Even though the temperature of COSAC dropped by approx-
imately 20 K during the analysis period reported here, it re-
mained much higher than the cometary environment and should
have only marginally contributed towards species decay in the
instrument. We therefore make the simplifying assumption that
the temperature remained constant. We believe this is a reason-
able assumption because also at approximately 260 K, the gas
pressure in the system remained far below the vapour pressure of
the three species considered (otherwise our mass spectra would
have been saturated). Then – to a first order approximation – the
pressure of each individual species should follow an exponential
decay curve. For Ptolemy, we made a similar assumption with
the exception that ambient coma gas entered the vent tubes of
Ptolemy, which pointed away from the comet surface.
In Fig. 3, we show the temporal behaviour of H2O, CO, and
CO2 in the COSAC and Ptolemy spectra during the initial 22 h
after touchdown at Agilkia (measurements #1 to #5 in Tables 1
and 2). For both instruments, in measurement #1, all peaks were
above the background noise level, while in the later spectra,
many peaks, in particular all peaks above m/z 45, had dropped
to the background level. For COSAC, we subtracted the peak
intensities derived from the reference spectrum from the other
measurements in order to correct for instrumental background.
We note that the background of m/z 18 was relatively low and
thus the correction is not significant; only the results for m/z 28
are affected by the background correction.
It should be noted that in our analysis of the COSAC spectra,
we also consider peaks for ion species with a relatively low count
rate. This applies in particular to peaks at m/z 30, 31, 45, 57 and
59. In these cases, only the COSAC spectrum #1 showed strong
intensities well above the noise level, which is estimated at ap-
proximately ten counts per integer m/z bin. In the other spec-
tra measured 15 to 22 h later, these peaks are very weak and,
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Fig. 3. Left: COSAC measurements #1 to 5 (Table 1) corrected for instrumental backgound. Spectrum #0 was used for background correction. The
noise is about 10 ion counts per integer m/z bin. Right: same for Ptolemy. Corrections for instrumental background and CO2 fragmentation were
applied (see text for details). Exponential slopes were fitted to the data (Table 3). As for Fig. 2, the time axis is set to zero at Philae’s touchdown.
Table 2. Measurement times (day and UTC), total ion counts (TIC), and peak intensities for m/z species extracted from the Ptolemy spectra.
Meas. Day UTC TIC m/z
Number 2014 [hh:mm] 15 18 27 28 30 31 43 44 57 59 61
0 16 Oct. 17:23 171 2 112 2 5 2 0 0 10 3 1 0
1 12 Nov. 15:54 6721 150 2142 38 211 45 314 257 575 414 130 79
2 13 Nov. 06:35 923 10 610 10 20 1 7 15 107 3 3 6
3 13 Nov. 08:37 455 6 304 2 9 1 3 8 64 3 1 1
4 13 Nov. 10:39 284 2 191 2 6 1 1 7 38 1 1 2
5 13 Nov. 12:41 117 8 79 1 2 1 1 4 17 1 1 1
6 14 Nov. 02:54 39 0 21 0 1 0 0 4 6 0 0 0
7 14 Nov. 12:36 54 0 22 0 2 0 1 2 23 0 0 0
Notes. Entries for m/z 18 (H2O) are the sum of ion species at m/z 16, 17, 18 and 19; those at m/z 28 (CO) are the sum of m/z 28 and 29 and those
for m/z 44 (CO2) are the sum of m/z 44 and 45 (Morse et al. 2015).
thus, the slopes we derive here are likely lower limits for the true
slopes. Hence, the peaks for these species likely dropped even
faster than implied by our slope fitting.
The Ptolemy data for H2O, CO, and CO2 were taken from
Morse et al. (2015, their Table 3). For Ptolemy, we applied a cor-
rection for the contribution of CO2 fragments to the CO peak.
We assumed a ratio of 10/1 based on the NIST database (Stein
2015; Morse et al. 2015). The corrected and uncorrected data are
compared in Fig. 3.
We also applied a correction for instrumental background to
the Ptolemy data. We assumed 30, 2, and 4 counts for H2O, CO,
and CO2, respectively, measured beyond 30 km from the nucleus
(Morse et al. 2015). The effect of this correction is very small,
changing the fitted slope only in the third digit after the decimal
point. A zero background was assumed for all remaining species.
The correction for instrumental background in the Ptolemy data
is thus totally negligible in our analysis.
3. Results
In Fig. 4 we compare the slopes derived from fitting exponen-
tials to the count rates of the individual peaks in the COSAC and
Ptolemy spectra. For the fit, each data point was weighted with
the square root of the total number of ion counts in the peak.
This ensures that peaks with a higher statistical significance get
a higher weight in the fit. Figure 4 shows that the temporal be-
haviour differs between individual ion species.
3.1. COSAC
In the COSAC spectra, the peak at m/z 44 exhibits the slow-
est drop of all peaks considered in our analysis. It decays sig-
nificantly slower than, for example, the water peak at m/z 18.
For both COSAC and Ptolemy, the peak at m/z 18 is by far the
strongest in the spectra (Tables 1 and 2). Furthermore, in the
COSAC spectra the slope for the total ion counts (TIC) is indis-
tinguishable within the measurement accuracy from the slope of
the H2O peak (Table 3) .
For COSAC, the slopes tend to fall into two or, possibly,
three categories:
a) Most of the species show a trend very similar to the water
peak. This is particularly obvious for m/z 17, 27, 28 and 30.
b) m/z 44 clearly shows a flatter slope than all other species. We
note that Goesmann et al. (2015) assigned the m/z 44 peak
to a large extent to species other than CO2 (see Sect. 4 for
details).
c) m/z 15, 45, 57 and 59 show a somewhat steeper decrease
than water. However, given the low number of counts, all of
these species may also be compatible with the water peak.
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Fig. 4. Slopes of fits for the individual ion species investigated; asterisks: COSAC (data listed in Table 3), diamonds: Ptolemy, square: Ptolemy
m/z 28 corrected for CO2 fragmentation. The error bars display 1σ uncertainties for the slopes derived from fitting exponentials to the data, taking
into account uncertainties in instrumental background. The horizontal lines indicate the values for the total ion counts (TIC) for COSAC (long
dashes) and Ptolemy (dash-dots).
Table 3. Slopes of exponential functions fitted to peak intensities de-
rived from the COSAC and Ptolemy spectra.
m/z Slope
COSAC Ptolemy
TIC −0.12 ± 0.01 −0.16 ± 0.01
15 −0.16 ± 0.02 −0.17 ± 0.02
16 −0.08 ± 0.01 –
17 −0.10 ± 0.01 –
18 −0.11 ± 0.01 −0.12 ± 0.01
27 −0.13 ± 0.01 −0.13 ± 0.03
28 −0.13 ± 0.05 −0.18 ± 0.02
29 −0.14 ± 0.01 –
30 −0.13 ± 0.02 −0.20 ± 0.05
31 −0.15 ± 0.02 −0.27 ± 0.04
43 −0.14 ± 0.01 −0.20 ± 0.02
44 −0.04 ± 0.01 −0.14 ± 0.01
45 −0.23 ± 0.04 –
57 −0.20 ± 0.03 −0.31 ± 0.04
59 −0.21 ± 0.04 −0.27 ± 0.05
61 −0.10 ± 0.05 −0.20 ± 0.04
Notes. A
√
n weighting of the individual data points was used for the
fits, with n being the intensity (counts) of the respective peak. The ±
uncertainties given are 1σ uncertainties for the slopes of the fit curves.
3.2. Ptolemy
In Fig. 4, the entries for m/z 18, 28, and 44 for Ptolemy are the
summed up values from several other peaks: The groups defined
by Morse et al. (2015) – water, CO, CO2, TIC, and “other” –
were defined to correct for the effects of hydrogen abstraction,
a feature of the ion trap (see also Sect. 2). We can therefore di-
rectly compare the slopes for these species derived from COSAC
and Ptolemy. For ion species at other m/z values, hydrogen ab-
straction can shift the peak location depending on the affected
molecule and without a detailed knowledge of the underlying
molecule, no correction for hydrogen abstraction can be applied.
The results from Ptolemy are generally similar to the
COSAC results, except for m/z 44 (mostly CO2 in the case of
Ptolemy). A variation in the decay of the peak intensities is also
evident in the Ptolemy spectra. The m/z 18 peak shows striking
agreement with the value measured by COSAC. For Ptolemy, the
water peak decays somewhat slower than do the total ion counts.
Up to m/z 30, the peaks in the Ptolemy spectra show a simi-
lar trend to those found for COSAC, while heavier species tend
to decay somewhat faster than for COSAC. The most significant
difference occurs for m/z 44. For Ptolemy, the decay of this peak
is close to the value measured for water while for COSAC, this
peak decays much more slowly. This supports our earlier inter-
pretation that Ptolemy and COSAC measured different samples
of cometary material (see Sect. 4).
4. Discussion
The interpretation of the COSAC data put forward by
Goesmann et al. (2015) is in conformity with data interpreta-
tions from other scientific payloads made both aboard the Phi-
lae Lander and the Rosetta Orbiter. For instance, data from
the Surface Electrical Sounding and Acoustic Monitoring Ex-
periment (SESAME) on Philae and Philae’s landing gear indi-
cated that Agilkia apparently has a soft and granular surface
(∼20 cm in thickness) on top of a more rigid, icy subsurface
(Roll et al. 2016; Roll & Witte 2016; Mohlmann et al. 2017). In
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contrast, Abydos was found to consist mostly of rigid, icy mate-
rial (Biele et al. 2015; Spohn et al. 2015).
The Visual Infrared and Thermal Imaging Spectrometer
(VIRTIS) on board Rosetta revealed that solar insolation causes
sublimation of H2O ice, mostly from the uppermost surface lay-
ers. When in shadow or on the night-side, a temperature inver-
sion is present between the now colder surface and a subsurface
that remains warmer for a longer duration. These observed di-
urnal variations probably trigger the sublimation-condensation
cycle on the nucleus of 67P (De Sanctis et al. 2015, see also
below).
On 12 November, when Philae impacted on the solar-
illuminated Agilkia, it excavated ∼0.4 m3 of regolith from 67P’s
top surface layer (Biele et al. 2015). De Sanctis et al. (2015) dis-
cussed, in detail, a temperature gradient that exists between the
top layer of the surface, which is reported to have a tempera-
ture of between approximately 180 K and 230 K during daytime
whereas the temperature of the subsurface at a depth of 4 cm,
is, even during daytime, only approximately 130 K. Therefore,
we infer that Philae’s excavation would have suddenly exposed
the colder subsurface to the higher temperatures of the solar in-
solated surface and that this process would have rapidly caused
the sublimation of volatile species from dust grains present in the
subsurface. Further, these volatilized species entered the COSAC
and Ptolemy mass spectrometers. In the case of COSAC, the
measurement was likely dominated by gases that vaporized from
grains after they entered the exhaust tubes and were warmed up
later by the lander interior rather than sunlight. COSAC was at
a much higher temperature (∼260 K to 280 K), as measured by
the thermal sensors on the COSAC electronic box and on the gas
chromatograph (Goesmann et al. 2015; Cozzoni 2016).
COSAC measured six mass spectra at the final landing site,
Abydos. However, unlike in the first mass spectrum, these spec-
tra did not generate peaks that could be attributed to organic
species. Abydos is a geologically and thermally distinct site
when compared to Agilkia. Abydos was almost permanently
in shadow with low diurnal surface temperatures ranging from
90 K to 130 K and has a hard sintered surface with limited re-
golith (Spohn et al. 2015). The lower temperature likely prohib-
ited sublimation of volatile organic species, which thus could not
diffuse into the COSAC mass spectrometer during all six later
sniffing mode measurements. Very low cometary activity close
to Philae during the COSAC and Ptolemy measurements at Aby-
dos was also indicated by measurements with the Dust Impact
Monitor on board Philae, which did not detect any dust impact
during five hours of measurement time (Krüger et al. 2015).
We emphasise the distinct locations of COSAC’s and
Ptolemy’s vent tubes that enabled their respective sniffing mode
mass spectrometer operations. COSAC’s vent tubes are located
at the bottom plate of the lander and opened toward the surface
of the nucleus. However, Ptolemy’s vent tubes are located on top
of the lander and opened toward the “zenith” (i.e. the cometary
coma and open space; cf. Fig. 1). The COSAC tubes do not have
a cover at their orifice, while the Ptolemy tube is shielded by a
table-like structure so as to prevent in-falling dust from entering
directly. It is approximately 5 × 5 cm in size and located about
2 cm above the vent tube’s orifice.
Goesmann et al. (2015), during the course of their investi-
gations, had initially ascribed m/z 44 in the first COSAC mass
spectrum entirely to CO2, but doing so did not yield an appro-
priate mass fit to the other peaks, especially those at m/z 57,
58, and 59. They, however, did not rule out a minor contribu-
tion from CO2 to the m/z 44 peak. The most relevant species
that they ascribed to this m/z 44 peak, and which generated a
sensible fit with other peaks, were acetaldehyde (C2H4O, ac-
counting for approximately 56% of the total peak intensity), for-
mamide (HCONH2, 21%) and acetamide (CH3CONH2, 23%).
The interpretation of this fit to the first COSAC spectrum was
recently re-investigated (Altwegg et al. 2017).
Contrary to COSAC’s mass spectral interpretation,
Wright et al. (2015) concluded that CO2 was the major
contributor to the m/z 44 and 45 peaks measured by Ptolemy.
Acetaldehyde, formamide and acetamide are comparatively less
volatile than CO2 and could possibly be a constituent species
of the subsurface cometary grains that probably entered the
COSAC vent tubes immediately after impact excavation. Owing
to the zenith-directed position of Ptolemy’s vent tubes and a
siphon-shaped inlet (Fig. 1, right panel) also preventing grains
from entering the system, its mass spectrometer could not have
received organic-abundant grains from the impact-excavated
subsurface directly. During the landing event, the coma com-
position would have been modified by gas vaporising from
newly excavated dust exposed to solar illumination and contact
with the lander (including the entrance to the Ptolemy vent
tubes), thus explaining the high concentration of organics mea-
sured compared to orbiter measurements (Hässig et al. 2015).
Wright et al. (2015) therefore confirm measuring gaseous CO2
present in the nebulous coma atmosphere over the illuminated
nucleus surface. The different slopes of the m/z 44 peak, as
measured by both COSAC and Ptolemy, indicate that they
have indeed analysed different species, sampled via their
distinctly positioned vent tubes, and originating from different
environments on the comet.
A requirement to support our interpretation would be pre-
cise information about the phase transitions or vapour pres-
sures of volatile organic species at extremely low temperatures
and low-pressure conditions (typical of cometary environments).
Phase transition studies of most organic species are derived us-
ing mathematical equations such as the Clausius-Clapeyron rela-
tion, Lee-Kesler method, and Antoine equation. These and other
similar equations usually generate appropriate vapour-pressure
values of chemical species existing under terrestrial condi-
tions. Few empirical attempts to extrapolate the sublimation-
condensation curves of volatile species H2O, CO, and CO2 at
extremely low pressures and temperatures have been made in the
past (Yamamoto et al. 1983; Prialnik et al. 2005; Hübner et al.
2006; Fray & Schmitt 2009). However, empirical extrapolations
of vapour pressures at astrophysically relevant temperatures are
not always accurate (Fray & Schmitt 2009). Even if accurate,
most of these extrapolations are made assuming each species to
be in a pure ice configuration.
A comet’s surface material is heterogeneous and consists of
complex refractory organic material, inorganic minerals, and a
mixture of ices of several chemical species. For example, VIR-
TIS has demonstrated the presence of non-volatile refractory
organic material on the surface that could be formed by ultra-
violet or energetic particle irradiation of high-volatility carbon-
containing ices such as CH4, CO, and CO2. Therefore, the
precise vapour pressures of chemical species in such com-
plex mixtures cannot be derived from the values of their pure
ice counterparts. Determination of vapour pressures of organic
chemical species existing in diverse astrophysical environments
is a robust task that should be carried out before related astro-
physics and astrochemical studies can be mounted.
The situation is further complicated by the fact that species
embedded as minor components in a matrix do not sublimate
at their pure ice sublimation temperatures or temperatures re-
lated to their vapour pressure. Instead, they can be released
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at higher temperatures by so-called volcano desorption due to
phase changes occurring in the ice between different amorphous
structures, from an amorphous to a crystalline phase, or by
codesorption with water. Only very volatile species can desorb to
a small part already at lower temperatures (Collings et al. 2004).
These desorption processes were studied in the laboratory with
cometary analogue materials (Martín-Doménech et al. 2014). In
the experiments, the desorption occurred at temperatures below
180 K, that is, at temperatures below the likely daytime temper-
ature at the cometary surface (see above), rendering them rather
unlikely in our case. At present, however, we cannot exclude that
such desorption occurred in the cometary sample analysed by
COSAC.
5. Summary
We have investigated the temporal behaviour of various ion
species in mass spectra measured with the mass spectrometers
COSAC and Ptolemy on board the Rosetta lander Philae. Each
instrument measured seven spectra, one during Philae’s hop-
ping approximately 20 to 30 min after touchdown at Agilkia
and six consecutive spectra at Philae’s final landing site Aby-
dos. Results from the first COSAC measurements obtained ap-
proximately 25 min after the first touchdown at Agilkia were
published by Goesmann et al. (2015). This represents the first
in situ analysis of a nucleus regolith sample from a comet. The
remaining six COSAC spectra obtained at Abydos were not pre-
viously presented in detail. The Ptolemy data were discussed by
Wright et al. (2015) and Morse et al. (2015).
The ion intensities measured with both instruments are
strongest in the spectra measured immediately after Philae’s
touchdown at Agilkia and decreased later after Philae came to
rest at Abydos. For most ion species, particularly water, the
measured decay rates are in good agreement between both in-
struments. A striking difference is seen for m/z 44: this peak
drops significantly more slowly in the COSAC spectra than in
the Ptolemy spectra and, in the COSAC spectra, it exhibits the
shallowest drop of all ion species investigated.
The difference in the slopes of the m/z 44 peak as mea-
sured by COSAC and Ptolemy indicates that both instruments
measured different ion species at this m/z. This supports ear-
lier results by Goesmann et al. (2015) and Wright et al. (2015)
indicating that COSAC measured, for the first time, cometary
nucleus material from the Agilkia landing site while Ptolemy
measured the composition of the ambient gas, that is, coma plus
gas vapourised from disturbed dust. Unfortunately, the limited
operational lifetime of Philae did not allow for further measure-
ments and improved data.
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